[Open stent-grafting using the Matsui-Kitamura stent for a distal arch aneurysm; an idea for insertion of stent graft and organ protection].
For the improvement in the clinical results of open stent-grafting, the development of a device system and prevention of spinal cord injury are important. For that reasons, we devised 2 methods for the open stent-grafting with the Matsui-Kitamura (MK) stent. First, the applicator using transesophagial echo transducer cover made insertion of the stent-graft system easy and safe. Next, to prevent ischemic spinal injury and protect major abdominal organ, blood return to lower body was established from femoral artery with occluding the stent graft by balloon. However, these procedures might need to examine whether it really contributes to the improvement in the clinical results.